Introduction
In radiotherapy, the dose delivered to patients needs to be determined before the treatment. Therefore, it is necessary to have an accurate method for predicting the dose distribution. In the past, planning computers calculate radiation dose using data obtained by measurement in a water phantom. This will lead to about 3% to 10% error in the situations where inhomogeneity and lateral electron disequilibrium occur, especially in small field sizes (Jones AO & Das IJ, 2005) . For these situations, Monte Carlo Simulation (MCS) has been proposed to give the most accurate solution. The first available MCS code for treatment planning was developed as part of the OMEGA project, which started in the early 90s by the National Research Council of Canada and the University of Wisconsin in Madison. The MCS code used was called EGS4 and it modelled the transport of photons and electrons. For radiotherapy, the BEAM system (which was based on EGS4) was used for modelling of radiotherapy sources. These days, EGS4 and BEAM have been replaced by EGSnrc and BEAMnrc. MCS models the transport of photon and electron by recording the interactions of each particle until it reaches the preset threshold energy. Therefore, MCS requires an extensive use of computer power. In the early 90s when the processing speed of computers was slow, one simulation would require several days before a result was available. The time required was impractical for clinical purposes. As an alternative, the Convolution algorithm was developed for treatment planning. It calculates the dose delivered to a volume by convolving the interaction sites with the dose deposition kernel derived from the output spectrum of the linear accelerator. The dose deposition kernel is pre-calculated by MCS. Convolution algorithm has improved dose calculation accuracy but it still has limitation compared to real MCS. For example, convolution algorithm uses density scaling to correct for tissue inhomogeneity. This method breaks down in situation where there is a high atomic number material present, e.g. a steel prosthesis. Nowadays, the speed of the computers has increased and parallel processing is more popular. Therefore, it is now feasible to use MCS for treatment planning. Computer Medical System (CMS) has launched a commercial product called Monaco which uses a fast computer and variance reduction techniques to speed up the MCS calculation for radiotherapy treatment planning. MCS can also be used as a quality assurance (QA) tool for other MCS treatment planning systems. It is possible to do so because each MCS utilises a different coding and variance reduction technique therefore each calculation is considered independent. All the work in this chapter is accomplished with a free Monte Carlo Software called MCBEAM which is developed by Fox Chase Cancer Care Centre. MCBEAM originates from 2 BEAM code with some modifications -it provides an interface with RTOG (Radiation Therapy Oncology Group) protocol so that parameters such as monitor units, field size etc can be imported from the treatment planning system (TPS). MCBEAM implements the multiple source model, as shown in figure 1 , as an alternative to the traditional phase space file method. The Multiple source model suggests that a photon beam generated by a linac can be broken down into multiple smaller photon sources that are generated under the flattening filter at different magnitude (shown as arrows in figure 1 ). The magnitude of each individual source is adjusted so that the sum of all sources matches the data obtained by actual measurement. In order to model the beam correctly, the presence of the jaws (x, y and/or multi-leaf collimator) have to be entered correctly into the model. The details of the multiple source method can be found in the reference (Fippel M et al., 2003) . The advantages of the multiple source model over the phase space file method are summarised as follow: 1. Smaller file size. The phase space file size is around a few giga-bytes depending on the number of particles stored. The multiple source file size is only a few kilo-bytes. 2. The multiple source model can simulate unlimited number of particles until it reaches the limit set by EGS4 while the phase space file method must recycle the particles, which might affect the accuracy of the result. 3. The multiple source model does not depend on the dimension of each component in the linear accelerator. This makes the machine modelling process easier.
Fig. 1. Diagram of multiple source model
The MCBEAM implements variance reduction techniques to speed up the simulation. These variance reduction techniques can be turned on or off by the user. The techniques used in this work are the photon interaction forcing technique and the electron track repeating technique (Ma CM et al., 2004) . From the experience of our department, a treatment plan simulation can be completed within 4 hours.
Verification of Monte Carlo Simulation with ion chamber measurement
Some articles have proven that MCS works well under the situation of electron disequilibrium (Ellen W et al., 2008) , therefore the MCS results are compared with measurements in a full scatter condition. i.e. in a water phantom, using a field size that is large enough to provide electronic equilibrium to the detector. In our case, the smallest field size measured is 1cm x 1cm. The Scanditronix CC04 and CC01 ion chambers were used in this work. Figure 2 shows the PDD comparison results for ion chamber measurements and MCS for field sizes from 1cmx1cm to 10cmx10cm. The differences between measured data and MCS data from depth 1.5cm to 25cm are less than 2%. In order to make a fair comparison between ion chamber and MCS, the voxel size used in MCS was set to be comparable to the sensitive volume of the ion chamber. This is particularly important especially around the penumbra region due to the volume averaging effect of the ion chamber.
Comparison of Percentage Depth Dose (PDD) with Monte Carlo Simulation and ion chamber measurements
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Application of Monte Carlo Simulation in Treatment Planning for Radiation Oncology www.intechopen.com Figure 3 shows the results for profile comparisons between monte carlo simulations and ion chamber measurements. From Figure 3a to 3d, the results match to within 2% in the low dose gradient region of the profiles (within 80% of the field width) and match to within 1mm in the penumbra region (90% to 10% at the edge). The MCS is shown to accurately predict the round off in the shoulder region for small field sizes, e.g. for 2x2cm and 1x1 cm. The profiles are compared at 3 depths, dmax (1.5cm for 6MV beam), 10cm and 20cm. They are labelled as dmax, d10 and d20 in figure 3 . The measured data and the MCS results were labelled as "Mea" and "Monte" respectively. At the time of writing, only the 6MV photon of a Siemens Oncor linear accelerator has been modelled. Future works will involve modelling other photon energies. 
Comparison of profiles between Monte Carlo Simulation and ion chamber measurements
Comparison of output factors between Monte Carlo Simulation and ion chamber measurements
Output factor is defined as the ratio of a reading taken for a selected field size at dmax to the reading taken for the reference field size (usually 10x10cm) at dmax. Therefore, MCS has to be performed for both field sizes at dmax, and the output factor is calculated by taking the ratio of the two as shown in equation 1. Table 2 shows the results for an elongated fields. This is known as the collimator exchange effect. The collimator exchange effect is caused by the different positions of X-and Y-jaw within the linear accelerator with respect to the flattening filter. The dose contribution from the jaws are therefore different for a A x B field and a B x A field. The magnitude of the collimator exchange effect can be shown in the case of an elongate field. From table 2, it can be shown that the output for 4x40cm and 40x4cm are 0.976 and 0.958 respectively. Some TPS are not able to model the collimator exchange effect and therefore will result in an error of 1.8% in this situation. Figure 4 shows the work flow of comparing dose calculation from MCS and the TPS. Firstly, the medical images(such as CT, MRI etc) are transferred into the TPS. A treatment plan will be computed according to the Radiation Oncologist's prescription. After that, the parameters of the treatment plan are sent to MCS via RTOG format. Using the same plan parameters, MCS independently calculates the dose and compares it to the original plan generated by the TPS. If the dose calculated by both MCS and TPS agree, then the treatment commences. Figure 5 shows the DVH comparison for an IMRT patient with Paranasal sinus carcinoma in 2006. The CMS XiO planning system was used and the dose calculation was performed using the Superposition algorithm. Other than the DVH, the isodoes was also compared. This volume is an eclectic mix of applications of Monte Carlo methods in many fields of research should not be surprising, because of the ubiquitous use of these methods in many fields of human endeavor. In an attempt to focus attention on a manageable set of applications, the main thrust of this book is to emphasize applications of Monte Carlo simulation methods in biology and medicine.
Output factor (FS)
= Result(FS) Result(Re f )(1)
Compare Monte Carlo Simulation with planning computer
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